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PERFORMANCE EVALUATION OF A QUASI-MICROSCOPE 


FOR PLANETARY LANDERS 


Ernest E. Burcher, Friedrich 0. Buck, Stephen D. Wall, 
and Susan B. Woehrle* 

Langley Research Center 


SUMMARY 

Spatial resolutions achieved with cameras on lunar and planetary landers 
have been limited to about 1 mm, whereas microscopes of the type proposed for 
such landers could have obtained resolutions of about 1 ym but were never 
accepted because of their complexity and weight. The quasi-microscope evalu- 
ated in this paper could provide intermediate resolutions of about 10 ym with 
relatively simple optics that would augment a camera, such as the Viking lander 
camera, without imposing special design requirements on the camera or limiting 
its field of view of the terrain. Images of natural particulate samples taken 
in black and white and in color have shown that grain size, shape, and texture 
are made visible for unconsolidated materials in a 50- to 500-ym size range. 
Such information may provide broad outlines of planetary surface mineralogy and 
allow inferences to be made of grain origin and evolution. The mineralogical 
descriptions of single grains would be aided by the reflectance spectra that 
could, for example, be estimated from the six-channel multispectral data of the 
Viking lander camera. 


INTRODUCTION 

Visual Imaging is generally accepted to be of primary importance in explor- 
ing the Moon and the planets by landed spacecraft, as has been demonstrated by 
the USSR Luna (ref. 1), Lunakhod (ref. 2), Venera (refs. 3 to 5), U.S. Surveyor 
(ref. 6), and Viking (ref. 7) missions. Surface resolutions that could be 
obtained with the imaging systems on these spacecraft have been limited to about 
1 to 10 mm. Substantial improvements in resolution could be achieved by the use 
of automatic focusing techniques; however, such techniques would substantially 
increase the complexity of the imaging system (ref. 8). Microscopes with reso- 
lutions down to O.M ym have also been proposed (refs. 9 to 11), but have never 
been accepted for a space mission, partly because of their complexity, weight, 
and cost. They require elaborate mechanisms for sample preparation and special 
imaging systems with precise focus control. 

A quasi -microscope concept was introduced and analyzed in references 12 
and 13 to bridge the gap between the resolutions obtainable with planetary 
lander cameras and the much higher resolutions obtainable only with complex 
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microscopes. A quasi -microscope consists of a planetary lander camera augmented 
with auxiliary optics that do not impose special design requirements on the 
camera or limit its normal function to image the surrounding terrain. Evalua- 
tions of this concept are essentially limited to the Viking lander camera 
(ref. 14). The camera has an instantaneous field of view of 0.12° for multi- 
spectral imaging with six spectral channels in the 0.4- to 1.0-ym wavelength 
range, and an Instantaneous field of view of 0.04° for broadband imaging with 
four electronically selectable focus steps. The depth of field extends from 
1.7 m to infinity, and the smallest detail that can be resolved is about 1.5 mm 
(ref. 15). 

First-order optical analyses indicate that the use of a single lens as 
magnifier could yield a resolution of about 40 ym, with a depth of field of 
500 ym for each focal position and an unvignetted object-area diameter of 6 mm 
(that is, 150 picture elements) (ref. 12). Analyses of a more complex auxiliary 
optical system consisting of a field lens in addition to the magnifier indicated 
that a tenfold improvement could be obtained in resolution, that is, about 4 ym. 
The correspcxiding depth of field would be 11 ym at each focal position and the 
unvignetted object-area diameter would be 1 to 1.6 mm (that is, 250 to 400 pic- 
ture elements), depending on the size of the field lens (ref. 13)* Preliminary 
design trade-off analyses by the Perkin-Elmer Corporation (under NASA contract) 
led to the selection of an optical system that could provide a resolution of 

11 ym as a favorable compromise between performance capability and design com- 

plexity. The corresponding depth of field was predicted to be 32 ym for each 
focal position (that is, 128 ym with four focus steps) and the unvignetted 

object-area diameter to be 4 mm (that is, 372 picture elements). A relay lens 

was also added to limit the size of the field lens that would otherwise be 
required to obtain this object area. 

The quasi -microscope design could be further refined, especially with 
regard to the total number and thicknesses of lens elements. However, it 
appeared prudent to implement the preliminary design and to evaluate the over- 
all performance. The evaluation is divided into two parts: (1) an optical 

performance analysis including resolution, depth of field, and field of view, 
and (2) an analysis of the quality and kinds of information that are provided 
about the physical and chemical characteristics of regolith material. 


SYMBOLS 

D lens diameter, ym 

d diameter of picture element (pixel) or resolution diameter, ym 

F F-number or f/D 

f focal length, m 

Ip/mm line pairs per mm 

S, object or image distance from lens, m 
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Ajl depth of field or focus, m 

m transverse magnification 

X wavelength, ym 

number of unvignetted picture elements (pixels) in central line scan 
Subscripts : 
c camera lens 

f field lens 

o objective lens 

r relay lens 

Primes denote image space. 


SYSTEM DESCRIPTION 

Figure 1 presents a simplified cutaway view of the Viking lander camera 
augmented with the qua si -micros cope optics. The material to be viewed is 
inserted in the slot under the optics, in one of several possible ways. Per- 
haps the simplest way would be to use a small turntable as follows: A surface 

sampler, such as the one on the Viking lander, could deposit some material on 
one side of the turntable, and the turntable could then be rotated to bring the 
sample under the quasi-microscope optics. As the sample is rotated, it would 
pass under a leveling arm which would smooth the sample to a thin layer compat- 
ible with the optical depth of field of the quasi-microscope. After the sample 
has been viewed, the turntable could be rotated several times until a brush has 
cleaned off the sample. 

The camera is basically a radiometer with an optical-mechanical scanning 
mechanism. It features an array of 12 silicon photodiodes, consisting of 
4 broadband channels with selectable focus for high-resolution imaging, 1 broad- 
band channel for rapid surveys, 6 narrowband channels for color and near- 
infrared multispectral imaging, and 1 narrowband channel for scanning the Sun. 
The instantaneous fields of view are 0.04^ for the four high-resolution chan- 
nels and 0.120 for the other channels. A nodding mirror scans the instantaneous 
fields of view in elevation from 4Q0 above to 6Q0 below the plane normal to 
the optical axis, and the upper housing rotates in azimuth between successive 
line scans with selectable frame widths ranging from 2.5^ up to 342.5^. Light 
falling on the selected photodiode is transduced into an electrical signal 
which is amplified, sampled, and quantized for digital transmission. Table I 
presents a summary of pertinent design and performance characteristics. 

The narrow window of the camera usually hides behind a post to avoid unnec- 
essary exposure to dust . The dust post would have to be slightly enlarged to 
contain the quasi-microscope. The auxiliary optics could thus be within view 
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of the camera without appreciably limiting the camera's field of view of the 
surrounding terrain. The present dust post limits the field of view by 17-5°; 
the enlarged dust post would limit it by 29°. 

Figure 2(a) presents a detailed drawing of camera and quasi-microscope 
optics, and figure 2(b) is a thin-lens representation. The objective lens 
focuses a magnified image of the sample onto a negative field lens, and the 
relay lens presents this image in the form of (nearly) parallel light rays to 
the camera. The camera scans this image with a photosensor focused at (nearly) 
infinity. The distance between the camera and quasi -microscope is not critical 
for focus; however, the useful field of view will decrease due to vignetting if 
the distance between the scanning mirror and quasi-microscope relay lens is 
appreciably increased. 

Figure 3 presents a simplified thin-lens representation of the optics 
together with performance equations based on first-order geometric analyses. 
(See ref. 13.) Performance predictions that result from substituting proper 
values into these equations are summarized in table II. 


SYSTEM EVALUATION 
Optical Performance 

Any line-scan camera such as the Viking lander camera is basically an 
optical sampling system with a spatial frequency response which, unlike the time 
frequency responses of electronics, is difficult to shape. It is important to 
divorce the image quality degradation that is imposed by optical performance 
limitations of the system from the additional degradation that is introduced if 
spatial detail is undersampled. That is, the angular resolution of the camera 
is unavoidably limited by the trade-off required between camera instantaneous 
field of view, sensitivity, and depth of field (refs. 6 and 12), whereas the 
sampling interval can be somewhat independently selected (refs. 16 to 19). It 
is, therefore, advantageous to evaluate the quasi-microscope with a laboratory 
fascimile camera that features a variable sampling interval in addition to a 
camera lens and photosensor aperture that are identical to those of the Viking 
lander camera. 

Figure 4 shows a test setup of the laboratory facsimile camera augmented 
with the quasi -microscope. Unless otherwise specified, all resolution measure- 
ments were made with a high-resolution (0.04°) photosensor aperture and (nearly) 
sufficient sampling intervals (0.02°). 

Resolution capability is generally best specified as sine-wave modulation 
transfer function (MTF). Since sine-wave targets were not available, square- 
wave or tribar targets are the next best alternative. Therefore, the National 
Bureau of Standards (NBS) resolution test chart shown in figure 5 was selected. 
When photographically reduced to 7.5, the chart provides tribars ranging from 
3.5 to 24 Ip/mm, and when reduced by 25, tribars range from 12 to 83 Ip/mm; 
thus, the range of spatial frequencies of interest is adequately covered. 
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Figure 6 presents an average curve of several tribar frequency response 
measurements. The limiting resolution is about 11 ym (that is, 22 ym/lp or 
45 Ip/mm) , which is in close agreement with the first-order optical analysis 
prediction summarized in table II. The resolution is primarily limited by the 
photosensor aperture size rather than by quasi-microscope blurring or by camera 
sampling, as indicated by the three pictures of the NBS chart shown in figure 7- 
Figures 7(a) and 7(b), which were obtained with the facsimile camera at sampling 
intervals of 0.04^ and 0.02^, respectively, show that sampling intervals broader 
than 0.02^ reduce image quality. Figure 7(c), which was obtained with a film 
camera with optics similar to those of the facsimile camera, shows that improve- 
ments in the angular resolution of the camera will lead to higher spatial reso- 
lutions with the quasi-microscope. 

The usable object area (that is, quasi-microscopic field of view) was 
determined by counting the number of unvignetted pixels (about 360) along a 
diameter of a computer printout of the image, and multiplying this number by 
the diameter of a pixel in the object field (that is, by 11 ym) . The resulting 
diameter is about 4 mm, which is again in close agreement with the predictions 
listed in table II. 

Two square-wave targets were used to measure the spatial frequency response 
as a function of defocus (that is, quasi-microscopic depth of field) at 25 Ip/mm 
(40 ym/lp) and 40 Ip/mm (25 ym/lp) . The targets were mounted at a 6^ slope to 
cover a depth of 0.4 mm over the 4-mm-diameter area. Figure 8 presents plots 
of the square-wave spatial frequency response against distance from the in-focus 
plane. These results indicate that the square-wave response for 40 Ip/mm detail 
remains above 5 percent over a depth of field of about 0.13 mm per focus step, 
and for 25 Ip/mm over a depth of field of about 0.32 mm. The useful depth of 
field of the quasi-microscope is thus appreciably larger for detail slightly 
above the quasi-microscope resolution limit than the geometric depth of field 
prediction. (See table II.) 

The resolution could be increased with a quasi-microscope designed for 
higher magnification, but only at the expense of a decreased object field and/or 
an increased optical complexity. A more attractive approach to increase reso- 
lution would be through an increase in the angular resolution of the camera. 

An increase in angular camera resolution by a certain factor (up to about 3) 
would increase the resolution obtained with the quasi-microscope by nearly the 
same factor, whereas the object field would remain the same. (See refs. 12 
and 13.) 

The relative spectral transmittance was determined as the ratio of the 
spectral radiance of a lamp imaged directly to that of the lamp imaged through 
the quasi-microscope onto.- the entrance slit of a monochromator. The measure- 
ments were made at 0.05-]m intervals over the wavelength range 0.4 to 1.1 ym 
by using a filter to block the second-order dispersions of the monochromator 
grating. The absolute transmittance was measured at a single wavelength 
(0.9 ym) as the ratio of the signal measured directly with a collimated light 
beam to the signal for the light beam through the quasi-microscope. The resul- 
tant absolute spectral transmittance curve is plotted in figure 9. 
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Minera logical Analysis 


The quasi-microscope provides a new tool for planetary exploration, both 
for identification and for examination of constituent materials composing 
planetary regoliths, with resolutions normally obtained only in the laboratory. 
The analysis presented in this paper is limited to the range and quality of 
information that could be obtained about the inorganic characteristics of 
regolith material, although the concept may also have biological applications. 

Figure 10 presents black and white images of five geologic materials. The 
samples and their composition are summarized in table III. The images were 
obtained with the camera 0.04° instantaneous field of view, by using insuffi- 
cient (0.04°) and nearly sufficient (0.02°) sampling intervals. The images 
show that small details are better resolved with nearly sufficient sampling, 
and that the increased data required should generally be worthwhile. Figure 11 
presents color images of three of the five materials. The images were obtained 
with the 0.12° instantaneous field of view and (nearly) sufficient (0.06°) 
sampling intervals. Information about grain sizes, shapes, and colors that can 
be extracted from these images provides clues about (1) the size distribution 
of grains produced by igneous (intrusive and extrusive) processes or by shock 
metamorphism; (2) the size distribution resulting from sorting and abrasion 
during transport by wind, water, or ballistic processes; (3) constituent min- 
eral components deduced from cleavage and fracture patterns; (4) the degree 
of chemical and physical alteration deduced from the degree of roundness and 
grain sphericity; and (5) an estimate of mineralogic composition obtained by 
an examination of color. For instance, grain morphologies and textures of the 
material in figure 10 are well defined. The labradorite can be distinguished 
by its high reflectance and pattern of cleavage from the two pyroxenes, augite 
and hypersthene. The two pyroxenes, which comprise the dark grains, are diffi- 
cult to distinguish by their morphology and texture alone. The color image 
(fig. 11(a)), however, permits augite and hypersthene to be more readily dis- 
tinguished, the augite as golden green, and the hypersthene as reddish brown. 

The highly irregular and rounded surfaces of the material in figure 10(b) 
tentatively identify it as a highly altered material. Aggregated grains and 
pitted surface textures tend to support this conclusion. The reddish-brown 
color of the sample (fig. 7(b)) aids to define the sample as limonite or 
geothite . 

The fine grained and dark material in figure 10(c) can perhaps be recog- 
nized as the presence of a large percentage of mafic minerals, like pyroxene 
and olivine. Only minor amounts of a lighter mineral, such as feldspar, are 
observed. This is a close approximation to the composition of this sample, a 
peridotite. Again, as with the morite sample, color images (fig. 11) would 
help to distinguish between the mafic minerals. 

The materials in figures 10(d) and 10(e) are difficult to distinguish, 
although they have dramatically different mineralogies. Both samples appear 
to consist of rounded bright grains, but those in figure 10(d) are feldspar 
constituents of a latite, and those in figure 10(e) are quartz constituents of 
a volcanic tuff breccia. Perhaps the only distinguishing characteristic is the 
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higher brightness of the quartz grains. This problem of identification is not 
easily solved, and color images alone would not entirely clarify the difference. 

The problem of unique identification of sample mineralogy could be par- 
tially circumvented by utilizing the Viking lander camera's six-channel multi- 
spectral capability to produce single particle reflectivity spectra (ref. 20). 

The present capability extends from 0.4 to 1.1 ym, and has the potential to 
provide important Information about the presence of transition metals (Fe, Ti, 
and Cr) and the nature of their valence states and bonding character in sili- 
cates, oxides, and hydroxides. (See ref. 17.) Such single crystal spectra, 
for instance, would allow one to distinguish between hypersthene, auglte, and 
Fe-bearing olivine, since the distinctive Fe'*'^ transition absorption band char- 
acteristically shifts from 0.85 ym (hypersthene) to 0.95 ym (augite) to 1.03 to 
1.05 ym (olivine). The possible extension of the Viking lander camera's spectral 
range to 2.5 ym by use of PbS detectors would greatly enhance this capability. 


CONCLUDING REMARKS 

The preliminary quasi-microscope design that was evaluated in this paper 
consists of a five-element objective lens, a one-element field lens, and a 
six-element relay lens. The optics fit into a slightly enlarged dust post of 
the Viking lander camera without appreciably limiting the camera field of view 
of the terrain. 

The quasi-microscope can provide a resolution of nearly 10 ym over a 
4-mm-diameter area if the object is in exact focus. The effective depth of 
field is about 0.13 mm for 25 ym/lp detail and 0.32 mm for 40 ym/lp detail. 
Increased resolution could be obtained with higher quasi-microscope magnifica- 
tion at the expense of a decreased object field and/or an increased optical 
complexity. The resolution is primarily limited by the photosensor aperture 
of the camera; an increase in the angular resolution of the camera up to a 
factor of three would provide a corresponding increase in quasi-microscope 
resolution without decreasing the object area. 

The optical resolutions possible with the quasi-microscope are normally 
obtained only in the laboratory. By utilizing multispectral techniques with 
high resolution monospectral imagery, a great deal of information can be 
obtained about regollth origin and modification by physical or chemical pro- 
cesses. Much of the important analysis done at the Lunar Receiving Laboratory 
at Lyndon B. Johnson Space Center involved microscopic analysis of soils; much 
of that type of analysis could be accomplished by including a quasi -microscope 
on the next planetary lander. 


Langley Research Center 

National Aeronautics and Space Administration 
Hampton, VA 23665 
November 9, 1976 
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TABLE I.- PERFORMANCE AND DESIGN CHARACTERISTICS OF VIKING LANDER CAMERA 


Characteristics 


Survey 

Color and 
infrared 

High resolution 

Instantaneous field of 


0. 12 

0.12 

0.04 

view, deg 





Frame width, deg 





Elevation 


61.44 

61.44 

20.48 

Azimuth : min 


2.5 

2.5 

2.5 

max 


342.5 

342.5 

342.5 

Field of view, deg 





Elevation 


100; from 

40 above to 60° below horizon. 



selectable in 10° 

increments 

Azimuth 


342.5; in 

multiples of 2.5° steps 

Photosensor 





Aperture diameter, d^. 

mm 

0. 12 

0.12 

0.040 

Distance from lens, tj,, 

mm 

54.5 

54.5 

55.3, 54.8, 54.4, 53.9 

Geometric depth of focus. 

Mqj mm 

1.38 

1.38 

0.47, 0.46, 0.46, 0.45 

In- focus object distance. 


3.7 

3.7 

1.9, 2.7, 4.5, 13.3 

Geometric depth of field. 

Ate, “ 

1.7 to <» 

1.7 to <» 

1.7 to «> 

Picture elements per line. 


512 

512 

512 

Bits per picture element 


6 

6 

6 


TABLE II.- PREDICTED QUASI-MICROSCOPE PERFORMANCE BASED ON 
FIRST-ORDER OPTICAL ANALYSES 


Performance parameter 

Camera imaging mode 

High-resolution 

Multispectral 

Diameter of pixel in object 
field, pm 

11 

33 

Geometric resolution, pm/lp 
(Ip /mm) 

22 (45) 

66 (15) 

Geometric depth of field, 

Atg, um 

32 per focus step 
or 

128 with four focus steps 

96 

Diameter of unvignetted 
object field, mm 

4.1 

4.1 

Number of adjacent con- 
tiguous pixels per object 
field diameter , JJ 

372 

CM 
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TABLE III.- SUMMARY OF GEOLOGIC MATERIALS 


Figure 

Sample designation 

Mineralogic composition 

10(a), 11(a) 

Norite 

Mixture of 1/3 labradorite, 

1/3 augite, 1/3 hypersthene, 
crushed 

10(b), 11(b) 

Limonite 

?^ 90 % limonite , crushed 

10(c), 11(c) 

Peridotite 

»80% augite, minor olivine and 
hypersthene ; crushed 

10(d) 

Latite 

Plagioclase plus potassium 
feldspar, minor mafics; 
crushed 

10(e) 

Tuff Breccia 

Quartz sand and minor feldspar, 
from Pinacates volcanic 
field, Mexico 
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object objective 
plane lens 


field reloy camera image 
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e Transverse magnification: 


m: 
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lo Ir 


The focal length of the relay lens is selected to be equal to that of the camera lens; hence^T,= /j 


e Resolution: 



e Geometric depth of field: 


A/.-. 


A4 

m^ 


Where is the depth of focus in the camera image plane given by 


Mc- 


24 'dc 

Dc 


• Number of adjacent unvignetted pixels per line scan through center of object: 


Figure 3.- Thin- lens representation of camera and quasi-microscope 
optics with performance equations based on first-order geometric 
analysis (from ref. 13). 
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Figure 4.- Laboratory facsimile camera with quasi-microscope 







(a) Laboratory facsimile (b) Laboratory facsimile (c) Film camera, 

camera with 0.04° sampling camera with 0.02° sampling 

intervals. intervals. 
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Figure 7.- Images of NBS resolution test chart obtained with the quasi-microscope 
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Figure 11.- 
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(b) (c) 

L-76-299 

Color images of geologic materials. 
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